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FtUmdag is « list of tho bssis s^aipsMiit sad iastrosoats ussd for 
stxvstorsl tests ia the Nisfasaiesl Lsborstozj of the Lsaiagrsd JbMtitato 
of Gifil Kagiaserlag. ^ 

N o (2 Ai 

Be. Bum Teehaiesl ehsx«eteristies sad purpose 

MAiaiTge 




/ 1 . Otirersel testlac 

aseMns f <nr 50 tea 
with the polsstor fmr 
25 tea. bu 


Ttfisile, eaqaressioa sad heat tests 
uadsr the static load to 50 toa 
sad the palsatiag load iq> to 25 too 
vith ibsfteqoeaflj up to 600 e.p.a. 
Error ia the readiags of dynsao 
aster ± 1 ]( 


Ihe pleat *3 M* 
iamtcwir 


2 . Itairersal testiag 
V aaehiae for 50 toa, 

TJrpey^ B-50 


Tonsil^ ooapresidoa ead beat tests The Kharkos 
uade^<^ static load tqp to 50 too teefaaieal Ses^t^ 

C rK- 


3 . Maehioe for fatigue Fatigue testiag of rouad saeple bj 
testiag of aetals by beadiag ocabiawd with idaear 
beadiag. IJpp* 


The HiBistry of 
tieehiaes sad Butqnif- 
aeat Xudustry 


4 . Qagaria's press for 
the loadiag vp to 
5 too 


Co^pressiaa s Thasiaa tests (vith 
re-forser) ef awll sasqiles ( 3-6 sa) 
vith dis^^iroa plettdy|4K 


5 . B-ray \aiit ef 
iMPfl -10 '^rpe 


X-ray eraaiaatioa of aaterials to lOaistry of XLe»> 
f iad defeets trieal l adas tr y, 

BSn 
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6. 

Hmhlnw for tensile 
strencth tests for 

250 kg load. Ijrpe BM 
250 

Tensile strength tests of rerlous 
■aterials with the high defoxnatlon 
ability 

The Ministsy of 
cawBlesl Ihduatry, 
OSSR, the plant 
"Metallist, * Lenin- 
grad 

7. 

Maehine for tensile 
strengths for 5 ton. 
Type P-5 

Tensile strength tests of 
materials 

The plant "3 M" 
ixnarir 



nrSTHBHBlITS 


1. 

X" 

Oseillo0Fa{di M/]0~2 
vltii eii^t loops 

Beeordlng of dynaale prooesses of 
the fkrqueno^ up to 5000 e.p.s. with 
siaultaneoos reoarding of 8 pro- 

oesass 

"Vibrator" 

2. 

Sslargsr fl -10 for 
the eseillogi^^ 

M 0-2 

Fire tines enlargenent of the osoil- 
lograns of the oseiUograph M 0-2 

"Vibrator" 

3. 

Oeriee for nsasuriag 
plastieitgr. Type 
wD-2 

HBasursBents of statle elastioity 
with reslstanoe pldc<«ips, sensiti- 
rlty 10-5 

The plant: "basny 
Isobretatal." 

4. 

Three ohsanel tenso- 
netrie nnlt 

Lmstlgatlon of djaamlo prooesses 
with the help of reslstanoe pldc- 
ig>s. Frequenej of the osoUlatlons 
reoorded up to 1000 e.p.s. 

Electro tcehnl eel 
Aistitate, Lenin- 
grad 

5. 

Si^it channel tenso- 
aetrie unit 8 AH4-7/| 

The S8BW with the fkeqnenoj recorded 
ig> to 1000 o.p.s. 

Sane as aho^ 

6. 

Ball hardness gauge 

Briaell hardness test. Tolsrable 
error ± IJl 

The plant "Xraeno- 
Ut" &asnedar 

7. 

Aistov's ealUgrating 
Bsdilns. Tras 

an 2-5 

OalibratloB of tenseneters. fte- 
elsloB ± 0.1 

The Leningrad 
Axstltute of Olrll 
Bagineerlng 

8. 

OnriiseldciT's eo^iara- 
ter. Type K:h>2 

Field defosMtioB tests. Areeisifm 

1 10 

Saee as shore 

9. 

Alstor's tensoMter. 
Typo T-A.2 

OefonatloB Bsasuredeants under 
lahoratox 7 and field oondltlons. 
Areolsion jh lA*' 

Sana as sbe^ 

10. 

Aistov's teaao- 
sheanMter. Typo TCA 

Measurenents of longltodinal and 
shear defomatlon. AreelsloB ^ lA 

Sane as aboff 

11. 

Alstor's devlee for 
■sasaresMiit of linear 
def oaauitloa of the 
senples nade of rev 
ooBorets during their 
Solldm.eaUoB. 

Bneisioa 1 /< 

Sane as abere 

12. 

Alsor's dliaoMeter. 
Type U-4 

Messureneat of InoliBe leeel of 
stnutares. PkeeislflB 4 0.02 - 
0.04 m 

Sane as abore 

13. 

Alstor's dsfleoto- 
■eter. Type H -A-3 

Measurasmt of dlqplaeaneBt of 
separate points of strastnres. 
fteelslMi 4 0.02 - 0.04 an 

Sam as abore 


■\ / ' 

IkIVv i^j 
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M . 0 e ‘ 


BoLarlsation pro- Optieol imrootlgation of «tros« 

jeetor. l^nn 0-^ 


Loniiigrad Stato 
ItoiTorsltT' 


15. JihroBoapt "K* 


Ibnofltigatloa and elijBiiiatian of 
▼ibraticn 


Loningrad To<^ 
CLant 


16. mtraaooie dafeot 

dataetor. B4i-8P 


iBTaatlgation of dsfaeta in ahaat 
matarlal 


17. Borliontal optieal 
ladioator HIT 


Maasaraaant of linaar atrangth. 
AraoiBlfln 4 0.0002 ob 


0M(3 


18. Tartioal ^tioal Kaaaurenant of linear strength. (H3 

indiaator BB r with Fraeision ± 0.0002 ■& 
the head SBK 


19. Hi{^ praeialon larel Bi^ preoiaion lerelling 
Bi-1 


CH3 


I 


(UIlH.J'.I-]}-E4UT-I-A-L 

F o & 
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FoUowiAg is « list of oqi ilpw s nt of tho Laboratozy of OontiBueas Toots of tho 
Liniacrad Institato of CiTil Sagtnoorinc. 


1* MadiiBo for tsnsile strength tests tho ea^Mieity flTo teas of *P*5'' typo 
of serov aetioa with hand sad oLoetrle driTo, for standard testing of asodsn 
sanplos* Bugs of noasoroaont 200-5000 kg« Ihe naehino has fear side scales 
with tho ranges} from 200 to 500 kg* 

from 200 to 1000 kg. 
fron 250 to 2500 kg. 
fron 500 to 5000 kg* 

The aaxjawa distance bctwosn the cLanps is 750 m. The nadiino is aado by 
tho inaarir testing o<|Bipnoat plaat* 

2* Installation for boat testing with long tiao leading of 10 standard aoodm 
sanplos. Tho loading is applied to Um aaaplo at tho tao points throng tho 
Icrcrs aith tho ratio 1 : 7* The installation is aado according to tho 

draaings by tho Central fioscareh Ihstitato of Stractoros, Moscow* 

3. IhiiTorsal installation for continneus tonsils, eonprossioa and bant testing 
of eight standard ooodsn smplos* The load is iqppliod to tho snaplos threni^ 
tho loTors with 20 - MLd ratio (l:}20)* The installation is aado by tho 
Instituto of Gonstmetion Mocanisas, Kicr* 

4* lQstallati<ms for eontimous tonsils and eonprossioa testing of one standard 
saaplo* Leading is applied to tho saaplo throni^ tho lonrors aith 20-feld 
ratio (1 t20). Tho installation is aado by tho Bqporiaontal Float of tho 
Central Bosoareh lastitato of Mechanical Troataont of Tiabcr, Moscow* 


^ V (OT V fV 
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